Results -In particles smaller than 5 ftm in diameter the dose of DSCG recovered from the Fisonair and Nebuhaler was 118% and 124%, respectively, of that recovered using the MDI alone. The dose recovered from the smaller volume spacers was 90% (Inspirease), 36% (Aerochamber), 33% (Aerosol Cloud Enhancer), and 21% (Dynahaler) of that from the MDI alone. The Volumatic increased the amount of salbutamol in particles smaller than 5 ZIm to 117% of that from the MDI, and the Inspirease and Aerochamber spacers decreased it by nearly 50%. The amount of budesonide in small particles recovered after use of the Nebuhaler, Inspirease, and the Aerochamber was 92%, 101%, and 78%, respectively, of that from the MDI alone. Conclusions -Under the test conditions used, large volume spacers such as the Fisonair, Nebuhaler, and Volumatic delivered significantly more DSCG and salbutamol than the smaller spacers tested. The differences between spacers were less for budesonide than the other medications studied. This study shows that there are significant differences in the amount of drug available for inhalation when different spacers are used as inhalational aids with different drugs. Spacer devices need to be fully evaluated for each drug prescribed for them. (Thorax 1996;51:835-840) 
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Metered dose inhalers (MDI) are a convenient way of administering medication to patients with asthma and chronic obstructive airways disease. They discharge an aerosol at high speed which is inhaled by the patient. Proper use requires coordination of inhalation and MDI actuation but, even with optimum technique, less than 15% of the actuated dose reaches the lungs. Spacer devices are intended to improve the efficacy of inhaled therapy by reducing the need for coordination of MDI actuation and inhalation (acting as "holding chambers" for aerosol), and by allowing deceleration and evaporation of drug particles, decreasing extrathoracic deposition of medication (acting as "spacing devices"). They allow effective drug delivery to patients of all ages. ' Many different devices are currently available for use in inhalational therapy. Some are intended for use with one particular product, others are marketed as being suitable for use with a variety of MDIs. Inhalation needs to be commenced before MDI actuation with "spacing devices", but not for those designed primarily as "holding chambers". There has been little published work on the comparative efficacy of different devices, and no standard methods for assessing new devices which may be marketed. Metered dose inhalers may contain different formulations with different particle size and aerosol cloud characteristics. Patients vary in size and ability to clear the spacer of medication in a single breath. Factors such as these may alter the combination of MDI, spacer, and patient required for optimum drug delivery and the ideal device for different patients and medications is not known. We used an impaction particle sizing method to determine the amount of disodium cromoglycate (DSCG), salbutamol, and budesonide available for inhalation from different spacer devices. New MDIs of each drug were obtained. The first 10 actuations from each MDI were fired to waste. Immediately before each experiment the MDI was shaken for 30 seconds and primed by firing one actuation. The MDI was then shaken for 10 seconds and actuated into the spacer which was immediately attached to the MSLI. This procedure was repeated 10 times during each experiment to facilitate the drug assay.
Methods
Patients using the Aerosol Cloud Enhancer and the Dynahaler are instructed to commence inhalation before MDI actuation. These spacers and, for comparison, the Fisonair were also assessed by connecting the spacer to the MSLI before MDI actuation, mimicking an inspiratory flow through the spacer during actuation of the MDI. These experiments were undertaken with DSCG only. To ensure that the MDI was delivering the prescribed amount of drug under the test conditions it was weighed before and after each experiment. The MDI from each experiment was actuated once into a flask. This was then washed out with the appropriate solvent and the amount of drug released in that actuation determined by analysing the flask washings.
STATISTICAL METHODS
The size distribution of the aerosol cloud was determined from the amount of drug recovered from each stage, the MSLI having been previously calibrated with an aerosol of di-nbutyl phthalate, a non-volatile oil, of known particle size distribution. From this information a log-probability plot was constructed3 for each experiment. A line of best fit was derived from this and used to determine the characteristics of the aerosol -for example, the amount of drug contained in particles less than 5 gm or 3 ,um diameter, the mass median aerodynamic diameter (MMAD -the aerodynamic size of a particle such that half of the drug is in larger and half in smaller particles), and the geometric standard deviation (GSD), a measure of the heterogeneity of the aerosol particle size. Mean drug recovery for different devices was compared using analysis of variance (ANOVA). Where a significant difference was detected by ANOVA, recovery between individual devices was compared using unpaired t tests and p values are given without correction for multiple comparisons.
Results
Particles smaller than 5 ,um in diameter are thought to be of optimal size to deliver drug to the lower respiratory tract4 and, for simplicity, we refer to this as the "fine particle dose". The amount of drug recovered in particles smaller than 5 gm and 3 jim in diameter, the MMAD, and GSD were recorded. These results, expressed as the mean and 95% confidence intervals for each group of experiments, are given in tables 3-6 and, as a percentage of the nominal dose from the MDI, in figs 1-4.
DISODIUM CROMOGLYCATE
There was a significant difference in the fine particle dose delivered from the different devices (p < 0.00001, ANOVA; table 3, fig 1) .
The Fisonair and Nebuhaler increased the fine particle dose by 18% and 24% of the MDI dose, respectively (p < 0.01 and p = 0.13, t test). The Inspirease delivered 90% of the MDI fine particle dose whereas the smaller spacers all reduced the fine particle dose to 36% of that from the MDI with the Aerochamber, 33% with the Aerosol Cloud Enhancer, fig 4) . The Nebuhaler and the Aerochamber reduced the fine particle dose to 92% and 78%, respectively, compared ith the MDI whereas the Inspirease delivered the same amount of drug as the MDI. Reducing extrathoracic drug deposition is an important effect of spacer devices used with inhaled steroids and the three spacers all reduced the delivery of larger particles. Again the spacers all equally reduced the MMAD of the aerosol compared with the MDI used without a spacer and the total drug delivery was a quarter of that from the MDI when a spacer was used (p < 0.0005, ANOVA). The mean (SD) amount of drug recovered after a single actuation into a flask was 4.36 (0.28) mg for DSCG, 101 (13) gig for salbutamol, and 184 (9.5) ,ug for budesonide. Mean (SD) MDI weight loss per actuation was DSCG 138 (4.5) mg, salbutamol 86 (1.2) mg, budesonide 73 (2.6) mg. Coefficient of variation of the drug assay was 0.2% for DSCG, 2.1% for salbutamol, and 6% for budesonide.
During the experimental period the mean temperature was 23°C (range 21-25) and the mean relative humidity was 55% (range 51-63).
Discussion
This study demonstrates large variations in the amount of drug delivered from different spacer devices, and variations in the relative efficacy of a spacer to deliver different drugs. The Aerochamber, for instance, delivers only 36% of the fine particle dose of DSCG obtained when the MDI is used without a spacer, but 78% of the equivalent dose from the budesonide MDI. Both the Aerosol Cloud Enhancer and the Dynahaler delivered very small amounts of medication (less than 33% of the MDI fine particle dose). It is clear from these results that experiments with one spacer device or drug cannot be extrapolated to others.
Others have examined the effect of different size and shaped spacer devices on drug delivery in vitro, but have not investigated the particle size distribution of the spacer output, one of the main determinants of the site of drug deposition. Moren5 measured oral and spacer deposition of terbutaline using spacers of different length, diameter and shape and found that increasing the spacer length from 5 cm to 10 cm decreased oral deposition of drug but did not affect total drug recovery or, by inference, drug delivery to the patient. Maximum drug delivery was achieved using a pear shaped spacer of 25 cm length. 38% compared with the MDI), but that the smaller Aerochamber and Inspirease did not. They found increased delivery to their model lung when steroid suspensions were compared with bronchodilator solutions delivered through the smaller spacers, similar to our finding of less difference between spacers when used with the budesonide MDI.
Patient size and breathing pattern may also be important in the choice of spacer device. Particles settle in the spacer after only a few seconds7 8 and, from our results, the concentration of fine particles in small spacers is higher than in larger ones. This may be important in small children, for whom a few small breaths from concentrated aerosol in a small spacer may deliver more drug than would be obtained from a large spacer. This is supported by an in vitro study evaluating the total dose of DSCG aerosol obtained at different tidal volumes through spacer devices9 which showed that the Aerochamber delivered more drug than the Nebuhaler at tidal volumes below 50 ml, but that this was reversed at a tidal volume of 150 ml.
Other All the spacers tested reduced the total amount of drug delivered from the spacer compared with the MDI alone and, in most cases, reduced the size of drug particles that were delivered, shown by the reduction in MMAD of the aerosol from the spacers. This is one advantage of spacer devices, as larger drug particles are retained in the device rather than being deposited in the oropharynx where they may contribute to drug related side effects.
The MSLI uses a series of inertial impactors to fractionate the aerosol cloud by particle aerodynamic size. It samples at a fixed flow rate of 60 1/min and is not intended to mimic respiration but to determine particle size, one of the main determinants of aerosol deposition. The issues of inspiratory flow, airway structure, and airway calibre are not addressed in this study in which we have determined the amount of drug below a certain size that is available for inhalation. The choice of 5 gim to define the "fine particle dose" is also arbitrary as the optimum particle size for an inhaled medication will depend on many factors such as inspiratory flow, upper airway geometry, and airway calibre. The MSLI may underestimate particle size due to desiccation of particles as they pass through the system, in contrast to the respiratory tract where hygroscopic drug particles would be expected to grow significantly in size. 23 This would affect all the spacers in the study, however, allowing devices to be ranked in terms of their drug output and valid comparisons between devices to be made.
We have shown that the in vitro delivery of drug in small particles varies greatly between different spacer devices and that the efficacy of a particular spacer with one drug cannot be assumed for another drug. The factors underlying this and the design of the optimum spacer are yet to be determined and confirmed in clinical trials, but our data suggest that it is inappropriate to use any drug with any device uncritically just because the MDI adapter fits.
